Failure of intraaortic balloon counterpulsation caused by pacing or other electrical artifacts: a new method of correction.
A method using an interface device is presented designed to correct malfunction of counterpulsation caused by pacing signals or other electronic interference in patients undergoing simultaneous pacing and counterpulsation.